Introduction {#sec1}
============

With the increased use of dual mobility (DM) cups in total and revision hip arthroplasties, surgeons can expect an increase in known and new complications. Careful follow-up and awareness of these complications will help avoid further unnecessary problems for our patients. A complication specifically related to the DM cup concept is the intraprosthetic dislocation (IPD). Dissociation between the polyethylene liner and femoral head causes this phenomenon. Several cases of these early and late complications have been reported in literature [@bib1], [@bib2].

The main advantage of using a DM cup is the increased stability, especially after revision surgery. After primary total hip arthroplasty, dislocation rates vary from 0.2% to 7%, whereas after revision surgery, this increases up to 10%-25% [@bib3]. An increased head size and dual articulating surfaces in DM cups improve stability, increase the range of motion, and reduce the possibility of dislocation [@bib4], [@bib5], [@bib6], [@bib7]. With the expanding indication for the use of DM cups and their use in younger and more demanding patients [@bib5], [@bib8], concerns rise about the long-term survival. Owing to the large diameter of articulation and multiple surfaces, an increase in polyethylene wear, fretting corrosion, and release of metal ions may lead to complications and revision surgeries [@bib2], [@bib9], [@bib10], [@bib11].

In this case report, we present a patient with an asymptomatic IPD, with increased serum cobalt and chromium levels. We summarize the current literature about this complication to create awareness and emphasize the need for close patient follow-up. The patient signed informed consent for the use of the data for publication.

Case history {#sec2}
============

A 75-year-old female patient underwent a left total hip revision in April 2015 because of aseptic loosening and wear 27 years after primary implantation of a Charnley hip prosthesis with Ogee cup (DePuy, Leeds, UK). Through a posterolateral approach, the loose cup was removed, and after impaction bone grafting, a 50/28 Avantage cemented acetabular cup (Biomet, Warsaw, IN) was implanted. A cemented Lubinus SP II (Link, Hamburg, Germany) hip stem was placed after removing the loose stem and cement ([Fig. 1](#fig1){ref-type="fig"}). The polyethylene liner and metal head (28 mm with 0 mm offset) were assembled according to manufacturer's instructions. There were no postoperative complications, and the patient was discharged after 5 days. Outpatient physical and radiological examinations after 3 months and 1 year were normal and showed no limitations. There was no trauma or any feeling of (sub)luxation during the 2 years of follow-up. She had no complaints and only walked with a stick because of weakness in her right leg. However, an anteroposterior (AP) pelvis radiograph showed an eccentric location of the femoral metal head, with signs of an IPD of the DM cup ([Fig. 2](#fig2){ref-type="fig"}). Examination of the left hip showed a pain-free range of motion with flexion of 100 degrees, external rotation of 30 degrees, and internal rotation of 30 degrees. Serum cobalt and chromium levels were determined, and both were elevated at 1.9 ppb (reference value: \<1 ppb) and 9.7 ppb (reference value: 0.3-1.7 ppb), respectively, with reference to our hospital standard. Our patient declined a revision operation for that time despite our concerns. She had no complaints of the left hip, no systemic signs of cobalt toxicity, no dizziness, no neurological problems, and no hearing problems, and she was mentally competent. We kept her under close control, and after 2 months, the serum chromium level was considerably elevated to 28.0 ppb, with a cobalt level of 1.8 ppb. We reevaluated the situation with our patient and scheduled a cup revision despite the patient having no complaints of her hip area.Figure 1Anteroposterior radiograph (a) before the first revision of the left total hip prosthesis. The eccentric head of the Charnley prosthesis clearly demonstrates wear. Anteroposterior radiograph (b) after the first total revision and placement of the Avantage cemented dual mobility cup.Figure 2Regular control shows an eccentric femoral metal head caused by an intraprosthetic dislocation. There is no total dislocated hip, and there is no sign of polyethylene component outside the metal shell (bubble sign). (a) Anteroposterior view. (b) Adduction view. (c) Abduction view. (d) Lateral view.

In December 2017, a revision of the Avantage cemented cup and head of the left hip was performed through a posterolateral approach. Exploration of the capsule revealed a large amount of dark-gray fluid and signs of metallosis of the surrounding tissues ([Fig. 3](#fig3){ref-type="fig"}). The fluid was collected and processed for further research. Tissue around the joint was removed and sent to our pathology department for histological evaluation. After removal of the surrounding tissue, an IPD of the metal head and polyethylene liner was visible. A complete revision of the cup and femoral metal head was performed. The revised metal shell and femoral head both showed macroscopic signs of wear ([Fig. 4](#fig4){ref-type="fig"}). There was no macroscopic damage to the highly cross-linked polyethylene (HXLPE) liner, trunnion, or the taper. We had no biomechanical explanation for this situation and no arguments to change our standard care. Therefore, we decided to use our standard 50/28 Avantage cemented cup with a 28-mm metal head (0 mm offset). No complications occurred during and after the surgery. The patient was discharged after 4 days.Figure 3Perioperative photograph of the revision operation. The black tissue around the prosthesis shows the amount of metallic debris. An intraprosthetic dislocation was found as shown by the dislodged femoral metal head from the high molecular weight cross-linked polyethylene liner.Figure 4(a) Metal head and shell with cement immediately after the revision. (b) The undamaged highly cross-linked polyethylene liner. (c) Surface abrasions of the articulating part of the metal head. (d) Close up of the severe wear in the metal shell.

First-day postoperative serum ion control showed an immediate decrease in both cobalt (1.8 ppb-1.3 ppb) and chromium (28 ppb-20.2 ppb) levels. The postoperative radiograph showed no complications ([Fig. 5](#fig5){ref-type="fig"}). After 3 months, the serum ion levels of cobalt and chromium further decreased to 1.2 ppb and 8.9 ppb, respectively. This indicates the elevated levels of serum metal ions were mainly due to the articulation of the metal head with the metal shell and supports the IPD as the source for the elevated levels of metal ions. At 1 year examination of the left hip, a pain-free range of motion with flexion of 100 degrees, external rotation of 45 degrees, and internal rotation of 15 degrees was measured. Both cobalt and chromium levels were decreased to 0.7 ppb and 4.5 ppb, respectively. Fluid analyses showed no signs of bacterial growth or infection. Histopathological analyses showed dense lymphohistiocytic aggregates and black birefringent crystalline material, which supports tissue reaction to metal ([Fig. 6](#fig6){ref-type="fig"}). According to the aseptic lymphocytic vasculitis-associated lesion score reported in the study by Campbell et al. [@bib12], this lesion scored 8 points on a scale of 10 (3 for synovial lining, 3 for inflammatory infiltrate, and 2 for tissue organization).Figure 5Direct postoperative radiograph after the second revision of the left total hip prosthesis. (a) Anteroposterior view. (b) Lateral view.Figure 6(a) Light micrograph showing typical histologic features of dense lymphohistiocytic aggregates (stain, hematoxylin and eosin, original magnification ×400). (b) Polarized micrograph showing black birefringent crystalline material (original magnification ×400). This received an ALVAL score of 8 (3 for synovial lining, 3 for inflammatory infiltrate, and 2 for tissue organization). ALVAL, aseptic lymphocytic vasculitis-associated lesion.

Discussion {#sec3}
==========

Our literature search was performed by 2 authors: M.C.K. and P.K.B. All articles with the key words "dual mobility" OR "dual mobility cup" OR "modular dual mobility components" AND "metal ion level" OR "metal ions" OR "cobalt level" OR "chromium level" AND "total hip arthroplasty" were screened and selected.

We report a severe complication and failure of a contemporary DM cup in an asymptomatic patient. DM cups are especially used in revision surgery; however, their use in primary hip surgery and in a younger population is increasing worldwide [@bib1], [@bib4], [@bib5], [@bib6], [@bib7], [@bib8], [@bib9], [@bib13]. With the increased use of this relatively new bearing, concerns rise about the possible complications and wear problems.

A complication that can only occur in this type of bearing is IPD. Several studies have described IPDs [@bib2], [@bib14] with incidence rates from 0% to 5.3% [@bib15]. Philippot et al. [@bib16] described 3 types of IPD. Type 1 IPD is a pure dislocation without arthrofibrosis and cup loosening. Type 2 IPD is secondary to blocking the liner due to arthrofibrosis or ectopic ossification, and type 3 IPD is associated with cup loosening. Type 1 dislocations can cause metal wear problems because the femoral head is dislocated from the polyethylene liner and articulates with the metal shell. The latest generation DM cups with HXLPE liners are designed to eliminate the risk of IPD [@bib17]. According to Baitailler et al. [@bib1], IPD is becoming increasingly rare with the contemporary DM cups, and they state in their review that no IPD was reported in recent literature studies.

This case describes an asymptomatic type 1 dislocation in a contemporary DM cup within 2 years after implantation. Our patient was unaware of the problem because she had no complaints of the hip region and a full and painless range of motion. Owing to the rapidly increased serum cobalt and chromium levels in a short time, revision surgery was inevitable. A perioperative sign of metallosis and a dislocated metal head from the liner were visible. No macroscopic damage of the HXLPE liner, taper, or trunnion was observed. The excessive wear of the metal shell ([Fig. 4](#fig4){ref-type="fig"}) seems responsible for the highly increased serum chromium level. The stainless steel shell consists for a large amount of chromium and no cobalt according to the manufacturers leaflet (ISO 5832-9:07). The slightly elevated cobalt levels could be due to the abrasions of the metal head. A much higher increase in serum cobalt level would be expected if the metal head taper or trunnion was more involved in the wear process. The decrease in serum cobalt and chromium levels after revision also indicates the metal shell wear as the source of elevated serum metal ion levels.

Recently, attention has been given to metal wear and increased serum metal ion levels in patients with DM cups. Increased metal ion production may be due to the different modular components or articulation of the metal head and metal shell after an IPD. Mohammed and Cnudde [@bib18] first described in 2012 about severe metallosis after an IPD in a symptomatic patient. The polyethylene liner had dislodged, and wear in the metal socket by the prosthetic head has led to severe metallosis. A total revision of the cup and stem was performed. Histopathologic examination confirmed metallosis.

In recent literature, only 2 groups reported about serum metal ion levels in patients with DM cups. Matsen Ko et al. [@bib9] investigated serum cobalt and chromium levels in a group of 100 patients with a DM bearing. In 24 patients, an increased serum level of cobalt or chromium was observed. A total of 21 patients had a reported serum cobalt level above the normal range, with 9 of these values being significantly above normal: 1.6 ppb. A total of 3 patients had an increased chromium level, and 1 patient had both metal ions increased. No IPD occurred in their group.

In a prospective study of Nam et al. [@bib10], serum metal ion levels were compared between young patients with DM cups (n = 26) and conventional cups (n = 17). All patients received a titanium cementless stem. The DM cup group showed a significant increased serum cobalt level, of which 4 asymptomatic patients were outside the reference range of 0.03-0.29 ppb).

In our asymptomatic patient, revision surgery was inevitable after observing an IPD and rapidly increasing serum metal ion levels. Physicians need to be aware of the risks and different therapeutic options when performing a revision of a DM cup. In case of an IPD and metallosis, a complete revision of the acetabular shell, liner, and femoral head should be performed [@bib19].

With this case report and short review of current literature, we want to create awareness about the possible problems of DM cups. Asymptomatic complications such as IPD, excessive wear, and/or fretting corrosion can lead to undetected metal wear and eventually increased serum metal ion levels, systemic reactions, local metallosis, bone loss, aseptic lymphocytic vasculitis-associated lesion, and a need for revision surgery. We feel this forms an argument not to consider DM cups for routine primary hip replacement, and placement in younger patients should be performed with caution. Therefore, regular clinical and radiological follow-up and, on indication, metal ion testing of patients with DM cups are advised.

Summary {#sec4}
=======

This case presents an asymptomatic and DMC-specific complication that led to elevated serum metal ion levels, metallosis, and revision surgery. With the increased use of DMC in total and revision hip arthroplasties, we can expect an increase of known and new complications. IPD and the modularity of DMC can cause metal wear and eventually lead to revision surgery. This may form an argument not to consider DMC for primary cases and to use it with caution in younger patients. Awareness of these complications will help avoid unnecessary problems for our patients. Furthermore, we advise regular clinical and radiological follow-up and, on indication, metal ion testing for patients with a DMC.
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